Slit-enabled photoacoustic tomography (PAT) is a newly developed technique that improves the elevation resolution and signal to noise ratio of a linear array. The slit, placed along the transducer array focus, forms an array of virtual detectors with high receiving angle, which subsequently allows for three dimensional (3D) imaging with near-isotropic spatial resolution. Our development addressed the long-standing issue of high quality 3D imaging with a linear array and will have broad applications in preclinical and clinical imaging. This study presented the principle of slit-PAT and demonstrated its efficiency in phantom, animal, and human experiments.
INTRODUCTION
Photoacoustic (PA) tomography (PAT) is playing an increasingly important role in biomedical imaging. The hybrid nature of PAT allows for acquisition of high-resolution images beyond the optical diffusion limit [1] [2] [3] [4] . Among various transducer arrays used in PAT, linear transducer arrays are commonly seen due to their low cost, hand-held convenience and easy adaption to clinical applications [5] [6] [7] [8] . However, the three-dimensional (3D) imaging capability of a linear array is limited, because its elevational resolution is much worse than the axial and lateral spatial resolutions. For instance, a Philips L7-4 array has 0.144 mm axial and 0.298 mm lateral resolutions, but only a 1.5 mm elevation resolution (at the acoustic focus). Over the past few years, multiple methods have been proposed to address this issue. For instance, Gateau et al. combined linear and rotational scanning to achieve nearly isotropic 3D spatial resolution [9] . Schwarz et al. proposed a bi-directional scan method with two array positions perpendicular to each other [10] . In principle, all these methods improve elevation resolution by converting the elevation direction into axial or lateral directions. However, such complicated scanning geometry often requires prolonged scanning times. In this study, we addressed this issue using the principle of acoustic diffraction [11, 12] .
SYSTEM DESIGN

Principle of slit-PAT system
In a conventional linear-array PAT system, due to elevational focus from the acoustic lens, photoacoustic waves coming out of the focal zone cannot be received by the transducer. The loss in elevation receiving aperture limits the corresponding spatial resolution. Slit-PAT addressed this issue through the principle of acoustic diffraction. As shown in Figure 1 , the slit is placed along the acoustic focus of the array. The thin slit diffracts the incoming photoacoustic waves allowing for waves coming out of the focal zone to be still detected by the transducer. The increased receiving aperture hence improves the elevation resolution. Compared to other approaches, our method does not require any modification on scanning geometry -only one elevation scan is needed as in conventional 3D PAT. This unique feature possesses significant advantage over existing approaches [9, 10] .
A schematic of the system is shown in Fig. 1b. We designed an open-bottom water tank and submerged only the transducer and slit in water. The scanning direction was horizontal, as identified by double arrows. The bottom of the water tank was sealed with 0.05 mm thickness FEP plastic film (McMASTER-Carr) and the object could be imaged through this window. The slit was formed by two 316 stainless steels (McMASTER-Carr). The two steel sheets have a thickness of 0.3 mm which is a quarter of the acoustic wavelength in stainless steel (1.2 mm). This thickness minimizes the transmitted sound energy [13] . We also designed an array holder to mount the two steel sheets in front of the transducer array. In the holder, both steel sheets are compressed by a set of screws. The slit width can be easily adjusted by loosening the screws. Light illumination was provided by an Nd:YAG laser (Surelite SL III-10, Continuum) with <10 ns pulses width and 10 Hz pulse repetition frequency (PRF). 532 nm and 1064 nm output wavelengths were used for phantom and in vivo experiments, respectively. For light delivery, we used a bifurcated fiber bundle with a 1.1-cmdiameter circular input and two 5.1-cm-length line outputs (Schott Fostec). The beam on the object's surface was approximately 2.5 cm × 6.0 cm in size. Compared to the single circular fiber bundle in [11] , the line fibers provide a more uniform illumination within the rectangular field of view. During the experiment, the fiber bundles were mounted on the slit holder and moved simultaneously with the transducer. While this design is not ideal for quantitative 3D imaging [14] , it improves the light intensity around the region of focus and allows for imaging a larger object. The data acquisition (DAQ) unit has 128 channels (Vantage-128, Verasonics Inc.) and the acoustic signals are detected by a 128-element linear transducer array (ATL/Philips L7-4) with 5 MHz central frequency, 3.8 cm lateral length, and 2.5 cm elevation focus. To scan over a 3.8 cm × 4 cm region at a 0.1 mm step size, the entire experiment took 40 seconds. 
RESULTS
To validate our assumption, we first imaged a tube filled with black ink. The tube is placed along the lateral direction (y axis) of the array and can be scanned along the elevation direction (z axis) through a translation stage. The output wavelength is 532 nm and the energy of each pulse is 18 mJ. Figure 2a shows a segment of raw-channel data (in z-x plane) acquired without the use of the metal slit. Because of the limited receiving aperture along elevation direction, the transducer gradually misses tube signal while it is moved from position A to position B. Thus in Fig. 2a , only the central region shows strong tube signal. Once the metal slit has been added, incoming acoustic waves will diffract through the slit, which changes the wave propagation direction. The tube can now be detected within the entire 40-mm scanning range (Fig. 2b) . In principle, the slit can be placed anywhere along the lateral direction. We chose the acoustic focal position because it offers the highest detection sensitivity and minimum signal loss. Reconstructed images of the single tube are also shown in Fig. 2 . For the conventional PAT, we reconstructed each 2D image individually and then all images were stacked to form a 3D image. This is the most commonly used approach to form a 3D image from linear array [8] . Image reconstruction with slit is similar to the focal-line reconstruction approach [15] . The delay time of each point source in 3D space is calculated based on the following two principles: (a) wave propagation in x-y plane is unaffected by the slit; and (b) wave propagation in z-x plane has two segments, first from point source to slit and then from slit to transducer element. For simplicity, we name the two different reconstruction/imaging methods as 2D-stack PAT and slit-PAT. As shown in Fig. 2c , 2D-stack PAT exhibits very poor elevation resolution (along z-axis). The tube can barely be identified. However, slit-PAT offers higher elevation resolution and the tube can be clearly identified (Fig. 2d) . It should be noted that, in all these images, we saw two tubes instead of one due to the boundary built up effect along axial direction [16] . The distance between the two "tubes" is quantified to be 0.5 mm, which is the inner diameter of the tube. To further demonstrate the imaging capability, we imaged a mouse abdomen in situ [11] . In addition to the hemoglobin contrast, we also used ZnBNc nanonaps as an intestine-confined contrast agent, as previously reported [17] . To match the absorption peak of ZnBNc nanonaps (710 nm), we used light coming out of an optical parametric oscillator (OPO) laser pumped by the Nd:YAG laser. The experiment was performed on a 23 g female nude mouse been fasted overnight with access to only water. Before the experiment, the mouse was administered via gavage 0.2 mL of ZnBNc nanonaps with an absorbance of 500 at 710 nm. Thirty minutes after gavage, the mouse was sacrificed and mounted on the system with the abdomen facing the transducer array. In both the conventional and slit-PAT, we scanned vertically over 25 mm, which covers the entire small intestine region. For better illustration, the reconstructed 3D image was maximum amplitude projected and depth-encoded along the axial direction of the array (posterior direction of the animal body). Figure 3a shows the depth-encoded image of 2D-stack PAT. Anatomical features or structures were not recognizable, due to the poor elevation resolution. Figure 3b shows the depth-encoded image of slit-PAT. Here we can clearly identify the intestine and several additional skin vessels. In particular, a pair of crossed skin vessels (arrow 2) is only made visible with the high elevation resolution. We further imaged the forearm of two volunteers to validate the performance of our system in vivo [12] . The red boxes in Figs. 4a indicate the imaged regions for volunteer 1. The energy on the skin surface was 27 mJ/cm2. No blood vessels could be identified in photographs due to light scattering. In contrast, the PA images (Figs. 4b) clearly show vessels at various depths. The relative depth of blood vessels in the arm ranged from 0~12 mm. 
SUMMARY
In summary, we developed slit-enabled PAT, which significantly improves the elevational resolution of the linear transducer array. Depending on the location of the object, the elevation resolution were improved by up to ten times to 0.33 mm, which is close to the lateral resolution (0.30 mm) and is not far from the axial resolution (0.14 mm). Besides improvement in elevation resolution, the slit also improves the SNR due to a larger receiving aperture. We demonstrated the performance of the system in phantom, animal, and in human. Our results exhibit clear improvements in elevation resolution. Compared to existing approaches to improve elevation resolution [8, 9] , our method has the highest imaging speed and requires no change to the scanning geometry. Thus it can be easily adapted to any existing linear-array PAT systems. Due to limitations in laser pulse repetition rate (10 Hz), we imaged the animal only in situ (as animal motion prevents 3D reconstruction). However, kHz high power pulsed lasers are commercially available and can be used for high speed in vivo imaging. With broad availability of linear arrays, we expect our method to further advance the image quality and application of PAT.
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